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The slides to be stained for Tdt comprised : 

1. Thymoma 

2. Thymoma 

3. Lymph node 

4. Tonsil 

All tissues sent were fixed in 10% neutral buffered formalin. 

Criteria for assessing staining as optimal were: 

Thymoma The lymphoid cells in the thymoma takes up intense nuclear staining in nearly 50% of the bulk of the tumor. The other cells do not stain. 

Thymoma The lymphoid cells in the thymoma takes up intense nuclear staining in nearly 90% of the bulk of the tumor. The other cells do not stain. 

Lymph 

node 
No cells should be stained. 

Tonsil No cells should be stained. 

Participants’ overall performance was assessed based on following criteria: 

1. Selection of proper antibody 

2. Label 

3. Integrity of sections 

4. Artifacts affecting overall staining in all tissues 

5. Intensity of staining reaction in each tissue in the set. 

6. Proportion of staining reaction in each tissue in the set 

7. Non-specific staining reaction and background staining. 

Participants’ performance specific for the antibody related critical parameters was assessed separately 

based on following criteria: 

1. Intensity of staining reaction in each tissue in the set and 

2. proportion of staining reaction in each tissue in the set. 

 

The background and non-specific staining is usually the attribute of dilution of antibody/blocking steps etc. 

Therefore, we have restricted the performance character of the antibody to be judged by intensity and 

proportion of staining reaction (critical score). This may help one choose proper antibody clone/vendor. 

However the performance of the laboratory as far as technique of IHC is concerned, should be judged by 

overall score. 

Participation: 
Total 18 laboratories submitted stained sections. 
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Results: 

The performance of the group averaged 71%. The median score was 95%. This indicates that many of the 

participants grossly underperformed. This is irrespective of the clone, vendor and methodology. The 

results were assessed based on following cut offs for the overall score: 

 Cut off No. of labs (total ) 

Optimal >90% 11 

Good >80%,<90% 02 

Borderline >70%,<80% 00 

Poor <70% 07 

Antibody details and performance analysis based on critical parameter score: 

RTU Conc Vendor N Clone Optimum 
(>95%) 

Good 
(85-94) 

Borderline 
(75-84) 

Poor 
(<75) 

13  

Dakocytomation 05 EP266 03 02   

Dakocytomation 02 (EP266) 02    

Biocare 03 EP266 02  01  

Path n situ 01 EP266 01    

BioGenex 01 EP266    01 

CellMarque 01     01 

 01 CellMarque 01 Polyclonal 01    

* 4 out of 18 laboratories either did not submit protocol or submitted faulty data 

Comments: 

There were more cases with poor performance. Optimum performance was achieved with clone EP266, 

that is probably the only clone used by the participants in this run. 

The predominant cause of insufficient score was failure to stain the thymoma cells, heavy background 

staining and non-specific staining of lymphoid cells. 

Automation yielded best outcome as a group (n=9). All, except one, participants who employed Ventana 

automation latform performed optimum and good. The participant who did not perform well used 

wrong antibody. The participant who used BioGenex platform using BG antibody did not perform well. 

All cases with poor performance used antibody other than the one from Dakocytomation (see table 

above). Vendor selection is therefore critical in this marker. 

Thymoma appears to be the optimum control material for this marker. 
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